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I, Summary of Activit ies 
A. Field Aeoosol Generator 
I n  our last s ta tus  r e p o r t  we described the need for 
a portable aerosol generator which would provide known 
concentrations of a homogeneous aerosol fo r  use i n  the 
cal ibrat ion of the Aerosol Particle Analyzer and for later 
use i n  evaluating other part ic le  ensing systems. During 
the present report per iod  a prototype of such a generator 
was designed and tvo units were Qbricated. 
The performance character is t i  s of t h i s  aerosol generator 
were studied polystyrene la tex spQeres of 0,52 and 0.796 
micron diameters and polyvinyl toluene la tex  spheres of 1,g 
and 2.68 micron diameters. 
bration of the Aerosol Particle Analyzer. 
predictable aerosol concentrations ok, a given par t ic le  s ize  
Y 
These sizes are suitable for  ca l i -  
i 
It vias expected that 
i 
could be established wlith the generator by f-g the l iquid 
suspension concentration of the l a tex  'spheres, generator 
operating pressure, and di lut ion a i r  flqp rate. 
I \ 
i 
Generator perfonname was ovahated by collection of 
the latex aerosol on a membrane f i l t e r  with subsequent 
counting by l igh t  microscopy t o  deten-e aerosol. concentrat&on, 
This work has shown thatme can generate a homogeneous 
aerosol 111th negligible multiple particles;  however, t o  date 
we cannot predict the aerosol concentration with the accuracy 
required for cal ibrat ion of sampling instruments, 
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I n  using the aerosol generator f o r  the cal ibrat ion of 
the Aerosol Par t ic le  Analyzer we noted s ignif icant  readings 
i n  the f i f t h  channel which indicated tha t  i n  addition t o  the 
primary la tex  par t ic les  we were generating high concentrations 
of secondary small par t ic les .  owl l ight microscopy counting 
procedure with a resolution of approximately 0.3 microns did 
not reveal such par t ic les .  Other investigators have noted a 
similar d i f f i cu l ty  which they a t t r ibu ted  t o  small par t ic les  
formed from the water soluble emulsifiers used i n  the la t ices .  
If each primary water droplet from the generator contains a 
la tex  sphere, any water soluble material i n  the droplet w i l l  
focus on the latex sphere during drying and a single particle 
remains. I f  a droplet is  generated which does not contain:a 
sphere, the water soluble material forms a secondary par t ic le  
whose s ize  i s  only a f ract ion of t h a t  of the latex sphere. 
These secondary par t ic les  are not resolved by l igh t  microscopy, 
but we have confirmed their  presence by electron microscopy. 
To resolve t h i s  secondary par t ic le  problem we have 
attempted t o  remove a major portion of the water soluble emul- 
sifiers by serially washing; the basic hydrosol. 
evaluation of t h i s  procedure indicated a signif icant  reduction 
i n  small par t ic le  count. 
problem i n  the next report period. 
Our init ial  
We intend t o  act ively pursue t h i s  
It is  intended t h a t  a 
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standard procedure f o r  conditioning and generation of the 
latices w i l l  be established and published as a separate 
report. 
B. 
During t h i s  report period we have cooperated with the 
Calibration of Aerosol Par t ic le  Analyzer 
Electronics Research Center and Block Engineering Snc. In the  
cal ibrat ion and qualification tests of prototype Aerosol 
Par t ic le  Analyzers. 
f ica t ion  test  conducted a t  3 p s i a  i n  the a l t i t u d e  chamber a t  
the Harvard School of Public Health. 
Included i n  our test series was a quali- 
C. Fortran Promam 
A Fortran program has been prepared which calculates 
ari thmetic and geometric values of par t ic le  number and mass 
mean diameter, standard deviation, particle count, and par t ic le  
mass concentration. This program is designed fo r  f’uture use 
In the interpretat ion of data from the analysis of heterogeneous 
aerosols, Although the program was designed fo r  an IBM 1620 
computer, It can be used on other systems capable of readiw 
o r  t rans la t ing  Fortran with minor modification, 
has been of considerable value i n  the handling of the data 
This program 
on the latex washing experiments, 
program w i l l  a l so  be valuable for  handling the data from the 
It is  anticipated that this 
\ 
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T 003 experiment t o  be conducted on Apollo F l igh t  I4ission 
AS 204A. 
area measurements and it  is planned t h a t  it w i l l  then be 
submitted as a special report under t h i s  contract. 
The program i s  being modified t o  include par t ic le  
D. 
The point-plane e lec t ros ta t ic  precipi ta tor  has been 
Collection B i a s  of the S lec t ros ta t ic  precipi ta tor  
routinely used i n  t h i s  laboratory fo r  the d i r ec t  collection 
of aerosols on an electron microscope grid.  This technique 
vas used i n  identifying the secondary par t ic les  generated 
from water soluble s tab i l izers  as described above . There 
has been some suspicion that t h i s  device introduces a size  
d is t r ibu t ion  sampling e r ror .  
e r r o r  has been conducted by D r .  Reist under partial support 
from t h i s  contract. A copy of a paper  describing h i s  study 
which was presented at  t h e  Ninth AEC A i r  Cleaning Conference 
i s  attached t o  t h i s  report. 
t i o n  of the sample collected using th i s  techntque closely 
approximates the actual  par t ic le  s i ze  d is t r ibu t ion  of the 
tes t  aerosol and can be used f o r  our contract requirements. 
A study of t h i s  possible sampling 
This study shows the s ize  dis t r ibu-  
E. 
I;r. A. Burgess accompanied Dr. I.!. L e a v i t t ,  Electronic 
Apollo Ear th  Orbital Experiment T-3 
Research Center t o  the mmed-Spacecraft Center a t  Houston, 
Texas i n  A p r i l  i n  connection with Experiment T -003, Apollo 
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Fl ight  Iblission AS 204A. 
Associate Investigator on t h e  experiment and i s  cooperating 
i n  the experimental design. 
11. ]Future Activit ies 
V. A.  Burgess i s  assigned as an 
The following extensions of the present work e f f o r t  
w i l l  be carried out dux*ing the next report period. 
1, The operating characterist ics of the aerosol 
generator v i 1 1  be studied and changes introduced t o  
permft  generation of predictable concentrations of 
par t ic les .  Eliminations of the secondary aerosol 
generated from water soluble emulsifiers used Ln the 
l a t i c e s  w i l l  be attempted using a washing technique, 
2. This laboratory vi11 continue t o  assist i n  the 
cal ibrat ion and qualification tests of the Aerosol 
Par t ic le  Analyzer, 
3, The Fortran program f o r  the calculation of 
par t ic le  s ize  dis t r ibut ion and particle concentration 
will be enlarged and submitted as a separate report. 
As ci ted i n  our last s ta tus  r e p o r t  we intend t o  carry 
out a review of aerosol sensing methods other than opt ical  
sensors t o  evaluate their  appl icabi l i ty  f o r  spacecraft . l!e 
have chosen three par t ic le  sensing methods described In the 
l i t e r a t u r e  for feasibil i ty study during the next report 
period.  
t o  be evaluated. The second method t o  be studied involves 
direct ing the aerosol t o  a piezo-electric crystal  sensor 
designed t o  sense the force of par t ic les  impacting on the 
crystal .  
A hot nire sensing element 7 1 1 1 1  be the first technique 
A t h i rd  sensor which u i 1 1  be evaluated is an acous- 
t i c a l  system based on pressure changes seen as par t ic les  pas0 
through an or i f ice .  
111. Personnel 
Dr. Parker Reist (see attached curriculum vitae) has 
accepted the position of Project Engineer on t h i s  grant. 
D r .  Reist w i l l  give maJor a t tent ion t o  aerosol generation and 
calibrati.cn of par t ic le  sensors .,
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- ABSTRACT 
In using the polnt plane e l ec t ros t a t i c  p r i c ip i t a to r  
it 3.8 generally asswned that the  size dis t r ibu t ion  of the 
sample collected represents reasorably well the actual  
particle s ize  dis t r ibut ion of the tes t  aerosol. This  
paper reports an investigation made t o  determine the 
accuracy of t h i s  assumption and concludes tha t  f o r  ccunt 
size dist r ibut ions the error introduced by this samplir,g 
device I s  _insignificant . 
I . IiUTRODUCTIOlJ 
s imple and rap id  method for the collection of aerosol samples 
fo r  subsequent amlysis  using the electron uicroscope Designs 
for t h i s  type,,of recipi ta tor  have be n given by Baumi, Arnold, 
Silverman . 
The point-plane e lec t ros ta t ic  precipi ta tor  provides a 
Xorrow ant  Stober 8 , l4orror.j and Xercer 3 , and Bill ings and 
The las t  three designs consist essent ia l ly  03 an insulated 
tube i n  whfch a re  placed a point elec%rode (a Dhonogrqh needle, 
for example) and a plane electro4e. 
placed a t  right angles t o  the  direction of flow with the plane 
electrode opposite it . 
An e lec t r i ca l  potential is placed across the electrbdds 
and either d i rec t  current or a l ternat ing cdr'rent qait be used. 
Voltages may range from 4 t o  15 ICV. 11" the unit is operated 
a t  a voltage suff ic ient  t o  cause a corona discharge hrounq 
the point electrode, par t ic les  passing between the point and 
plane vi11 become charged and w i l l  be collected on the plane 
electrode. An electron microscope gr id  can be placed on the 
plane electrode and a sample vi11 be collected d i r ec t ly  on 
the  grid, thus el ininat ing t h e  consuming and e r ro r  producing 
t r ans fe r  procedure s . 
The point electrode is  
11. PFU3vIOUS :!ON< 
Baw& d i d  not make precise estimates of the saoipling 
efficiency of h i s  precipitator design f o r  various par t ic le  
s i zes  but recommended t h a t  t h i s  be studied since he found t h a t  
the over-all efficiency of h i s  un t M ~ S  less than loo$. 
to-plane precipi ta tor  to those obtafned with a the rma l  precipi- 
t a t o r  and eoneluded that the r e su l t s  wedre essent ia l ly  indis t in-  
guishable. For their  studies, aerosols consisting of par t ic les  
of U02, Fe 0 and C r o  were used. Mean s izes  ranged from 0.07 p 
( G g  = 1.46)3to 0.39 
l ed  t o  the  conclusion t h a t  there was essent ia l ly  no difference 
betiwen samples collected u ing the thermal precipi ta tor  (which 
t i o n  of par t ic les  less than diameter) and the  point-plane 
e l e c t r o s t a t i c  precipitator.  They pointed out, however, t ha t  
there was some evidence that par t ic les  haviw diameters greater 
s t a t i c  precipi ta tor  than by the tnermai p r e c i p i t a t o r .  
On the othe hand, i.lorrot$ and ilercer 3 and Morrow, Raabe and 
Yurlcstas 5 compared s i ze  distributions obtained with a point- 
( 6 g = 2.25). 
Studies by Arnold, PIorrow and St$ber2 of two rock dusts 
according t o  Green and Lane 8 gives essent ia l ly  complete collec- 
thar, Gr,c miersr, -.--A -~ - . -? -d  a n  l-nnnrr f l * . a m + . t + i d ~ ?  k t r  i-hn alnrrt~n, 
I J G A G  OaJltlJAGU A&& L U A & \ c L  ~ u ~ r r w & w ~ v u  UJ VI*- -A----- 
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I n  an eva lua t im of par t ic  e sizing and aerosol sampling 
techniques, 3 t t inger  and Posner3 found good agreement between 
count median dianiefiers of samples collected on two d i f fe ren t  
e l ec t ros t a t i c  precipitators and three different  thermal precipi- 
t a t o r s ,  
with 8 geometric standard deviation of about 2.25. When electro- 
s t a t i c  preclpita$or samples were compared with membrane f i l t e r  
samples of a U02 aerosol with count mean diameter of about 
0.5 - 0.75 IJ. arid a geometric standard deviation of about 2.00 
the membrane f i l t e r  samples were consistently higher than the 
elecerostat ic  pfiecipitator samples, Ettinger and Posner sur- 
mised that among otheu, things the discrepancy m i g h t  be due t o  
variation in collection chnra-cteristics of the tvo techniques. 
The mean riize of the U02 aerosol used vas about 0.25 w 
The study reporteu her -:in pertains t o  possible e r rors  i n  
poinbplane elec-Crusta-iAc px>ecLpftalor collection f o r  1a;;t;er 
pa r t i c l e  sizes , The rcsulG5ng data extends our knowledge of 
the operating characterist ics of this type  of sample collect.or 
t o  essent ia l ly  the entiz*e range of par t ic le  sizes of in te res t .  
IIX ., EXPERINEANTAL P R O C X I E  
A hcmogeneous aerosol cloud of polystyrene la tex  par t ic les  
{Doril Chemical Company) was generated i n  the apparatus schemati- 
ca l ly  i lfustpated i n  Figure 1, T h i n  apparatus consists of a 
Pen-2-sol nebulizer, a source of d i lu t ion  and drying a i r  and a 
horizontal dry ing  colunnrr, A% +,he end of t h i s  column a tee was 
placed so t h a t  the aerosol cloud tha t  was generated could be 
s p l i t  into two fractions,  One fract ion was passed through an 
HA millipore f i l t e r  and the volumetric flow rate tias measured 
with a r o t m e t e r ,  The o t h e ~ o r t i o n  of the cloud was passed 
Zirough t he  point-plane e lec t ros ta t ic  precipi ta tor  and then 
through snothes rotameter for flov~ measurement ., 
Four d i f fe ren t  sizes of polystyrene la tex were used. 
Table 1 gives the par t ic le  diameter and approximate aerosol 
concentrations produced by the par t ic le  generator. These con- 
centrations were determined by sampling with the membrane f i l t e r  
and counting the par t ic les  collected, using phase contrast 
microscopy, 
t o  produce some doublets and multiple particles,  pa r t i c l e  counts 
were made separately for sivlgle, double and t o t a l  par t ic les .  
Sur”ficien6 particles of each class  were counted so tha t  the 
num er of payticles times the number of f i e lds  counted exceeded 
Because of the tendency of the ?en-i-sol nebulfzer 
500 % 0 
The e lec t ros ta t ic  precfpi%ator  used i n  t h i s  investigation 
was an al ternat ing current unit; of 8 design similar t o  the one 
descrfbed by Billings and Silvemmn A sketch of the u n i t  is 
shown i n  Fippre 2 ,  
samples were Collected using a m s  potential  of 7000 volts.  
Samples W J C ? : ~  collected on e standard carbon-coated 300 mesh 
copper screen . The effective sampling area of the screen was 
The electrode spacing was 7.5 m and a l l  
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TABLE 2 
!-WURED COLLECTION E F F I C I E N C I E S  FOR VARIOUS 
GAS v"rlL0CITIES THROUGH THE POINT-PLANE 
ELECTROSTATIC PRECIPITATOR 
Singlets 
Velocit 
(CUl/SPSf 
5 
15 
30 
70 
5 
15 
30 
70 
Partiole D i a m e t e r ,  Microns 
0 557 0.796 1 . 305 2.68 
1,67 
1,16 
4.36 
Oe75 
1.38 
2.03 
0.91 
1.20 
1,65 
5.14 
1.79 
4e73 
1.85 
Doublets 
P a r t i c l e  D i a m e t e r ,  Microns 
v 
0 e 557 0.796 1.305 2.68 
2.62 
1.53 
2 e 9 2  
0.66 
I 
1.84 
2.59 
1.23 
1.67 
1.96 
8.05 
6.18 
6.56 
4.61 
4.45 x loo2 cm2. Representative g r i d  areas were photographed 
using a ? h i l l i p s  P.lodel 75 electron microscope and the resulting 
negatives were printed on 8 x 10 photographic paper f o r  
countin8, Photographs of a 28,800 l ine  cal ibrat ion grid were 
taken and pr in t ed  i n  a similar way beTore and after each change 
of a magnification o r  f i l m .  Three grid areas were photographed 
per sample; one from the middle of the sample and the other 
two near the sample edge, a t  right angles t o  each other. 
Similar t o  the counting procedure f o r  the membrane f i l t e r  
samples, separate counts were made on the number of singlets  and 
doublets collected by the  e lec t ros ta t ic  precipi ta tor .  Because 
of the relat ively lov~ concentration of aerosol used i n  these 
experiments, ccagulation of the suspended par t ic les  vias not 
considered t o  be significant and thus col lect ion eff ic iencies  
for s inglets  and doublets could be considered t o  be independent 
of each other. 
Collection efficiency Tias defined as 190 times the r a t i o  
of the t o t a l  number of par t ic les  of a cer ta in  typo collected by 
the e lec t ros ta t ic  precipi ta tor  i n  a given period of time to the 
to ta l  number of par t ic les  of the same type which in the same 
t i m e  passed through the precipitator.  
Runs were made t o  determine the col lect ion eff ic iencies  
of the four homogeneous aerosols a t  flow through veloci t ies  of 
5, 15, 30, and 70 centkneters per second. F~OVJ a t the highest 
velocity tested gave a Reynolds number of about 350, so that 
i n  a l l  cases flow through the e lec t ros ta t ic  precipi ta tor  was 
laminar. 
I V .  EXPERIXZNTAL RESULTS A M )  DISCUSSION 
The eff ic iencies  measured, using the technique described 
above, are shown i n  Table 2. 
the experiment i n  get t ing proper loading of the aerosol, data 
f o r  the 1.305 b part ic les  were collected f o r  only one velocity. 
Because" of d i f f i c u l t i e s  during 
From these efficiencies,  there appears  t o  be no indication 
that varying the collection velocity from 5 ciii/sec t o  70 cii;/sec 
a f fec ts  the collection efficiency of the point-plane e lec t ros ta t ic  
prec ip i ta tor  f o r  any of the s izes  studied. It Mas thus possible 
to average these values t o  compare collection eff ic iencies  for 
the four s izes  of par t ic les .  
a s  Figure 3. 
The averaged values are plotted 
Using various aerosols, Ar Id, Norrow and Stzber2, Morrow 
and Mercer3, Ettinger and Posner "9 , and Yoderg, a l l  found no 
sampling bias from the point-plane e lec t ros ta t ic  precipi ta tor  
with particles of mean diameters less than 0.5 IJ.. Thus i s  can 
be concluded that the curve shown i n  Figure 3 is  essent ia l ly  a 
StZSi@\t  iiile & z l W t j  6.5 @ Gi&TL&--F* 
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A large increase in collection efficiency is observed f o r  
The greater efficiency found for the 2.68 I.L 
the 2.68 micron par t ic les  both singlets and doublets and it 
is reasonable t o  expect it to  continue t o  increase fo r  s t i l l  
larger par t ic les .  
par t ic les  agrees with observations of Arnold e t  ala2, mentioned 
ea r l i e r ,  that par t ic les  greater than one mfcron In diameter 
were sampled i n  greater quantit ies by the a l ec t ros t a t i c  pre-  
c ip i t a to r  than by the thermal precipitator.  
From Figure 3 par t ic les  of approximstely 0.8 micron 
diameter appear t o  be collected with minimum efficiency, 
parison of the averaged resu l t s  for the s inglets  and doublets 
(Table 3) also tends t o  irldicate a m i n i m u m  collection efficiency 
about t h i s  same s ize  range. Ths efficiency goes down for doublets 
f o r  the 0.57'7 p particles,  while i n  a l l  other cases 811 increased 
collection efficiency for doublets  is observed. 
worklng a t  the U.K. Atomic Ileapons Research Establishment, found 
that point-plane -7.ectrostatic precipi ta tor  samples of a hetero- 
geneom aerosol we23 deficienL i n  par t ic les  i n  the range 0.5 t o  
1.0 c1. when compared to the r e su l t s  obtalned using an osc i l la t ing  
thermal precipitatorlo.  
by E t t i n g e r  and Posner?, mentioned earlier, This decrease could 
be explained by the d i p  i n  efficiency shown i n  Figure 3. 
Com- 
J. Dyment, 
This 1s similar t o  the resu l t s  found 
TABLE 3 
Particle Diameter Singlets Double t s 
( i::licrons ) 
Q 557 1.98 1.93 
0.7% 1.36 1.83 
1.305 1.65 1.96 
2 *68 3-38 6-35 
1 
. 
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